
ORIGINAL ARTICLE

Feasibility of NIRS in the Neurointensive Care Unit: A Pilot Study
in Stroke Using Physiological Oscillations

Susanne Muehlschlegel Æ J. Selb Æ M. Patel Æ
S. G. Diamond Æ M. A. Franceschini Æ
A. G. Sorensen Æ D. A. Boas Æ L. H. Schwamm

Published online: 1 August 2009

� Humana Press Inc. 2009

Abstract

Introduction Near-infrared spectroscopy (NIRS) is a non-

invasive, real-time bedside modality sensitive to changes in

cerebral perfusion and oxygenation and is highly sensitive

to physiological oscillations at different frequencies.

However, the clinical feasibility of NIRS remains limited,

partly due to concerns regarding NIRS signal quantification,

which relies on mostly arbitrary assumptions on hemoglo-

bin concentrations and tissue layers. In this pilot study

comparing stroke patients to healthy controls, we explored

the utility of the interhemispheric correlation coefficient

(IHCC) during physiological oscillations in detecting

asymmetry in hemispheric microvascular hemodynamics.

Methods Using bi-hemispheric continuous-wave NIRS,

12 patients with hemispheric strokes and 9 controls were

measured prospectively. NIRS signal was band-pass fil-

tered to isolate cardiac (0.7–3 Hz) and respiratory (0.15–

0.7 Hz) oscillations. IHCCs were calculated in both oscil-

lation frequency bands. Using Fisher’s Z-transform for

non-Gaussian distributions, the IHCC during cardiac and

respiratory oscillations were compared between both

groups.

Results Nine patients and nine controls had data of suffi-

cient quality to be included in the analysis. The IHCCs

during cardiac and respiratory oscillations were signifi-

cantly different between patients versus controls (cardiac

0.79 ± 0.18 vs. 0.94 ± 0.07, P = 0.025; respiratory 0.24 ±

0.28 vs. 0.59 ± 0.3; P = 0.016).

Conclusions Computing the IHCC during physiological

cardiac and respiratory oscillations may be a new NIRS

analysis technique to quantify asymmetric microvascular

hemodynamics in stroke patients in the neurocritical care

unit. It allows each subject to serve as their own control

obviating the need for arbitrary assumptions on absolute

hemoglobin concentration. Future clinical applications may

include rapid identification of patients with ischemic brain

injury in the pre-hospital setting. This promising new

analysis technique warrants further validation.
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Introduction

Bedside or out-of-hospital measurement of global or

regional cerebral oxygenation, not surrogate markers such

as intracranial pressure or point-source oxygenation has

thus far not been reliably achieved. Near-infrared spec-

troscopy (NIRS) is an emerging non-invasive modality

which provides real-time, continuous bedside sensitivity to

the regional perfusion and oxygenation states of the brain

[1]. NIRS is based on local illumination of the head by red-

and near-infrared light, and the detection of the diffused

light which exits the tissue after propagation through the

scalp, skull, and superficial layers of the cortex. By mea-

suring changes in light reflectance at two or more

wavelengths, NIRS enables the spectroscopic resolution of

oxy-hemoglobin (HbO) and deoxy-hemoglobin (HbR)

concentration changes. Consequently, variations in oxygen

saturation and total hemoglobin, which is directly propor-

tional to cerebral blood volume, can be measured. NIRS

has mostly been applied to measuring cerebral hemody-

namic changes associated with brain activation during

functional studies (motor, somatosensory, visual, auditory,

cognitive, and language) [2–7], as well as to assessing

variations in brain oxygenation during cardiac surgery,

neurovascular interventions, and stroke [8–11]. The most

commonly used NIRS modality, continuous-wave (CW)

NIRS, enables measurements of relative changes in

hemoglobin concentrations over seconds (as is the case

during cerebral activation), but cannot measure absolute

concentrations, nor their changes over minutes or hours

[12–14]. For this purpose, various assumptions on absolute

hemoglobin concentration and tissue layer structures are

commonly made [15]. Variability in anatomy makes

comparisons between patients difficult and probably

incorrect [12].

In this pilot study, we explore a new approach and take

advantage of the temporal features of the CW-NIRS signal.

CW-NIRS is highly sensitive to spontaneous or induced

oscillations in HbO and HbR occurring at different physi-

ological frequencies, including cardiac, respiratory, and

lower frequencies [16, 17]. These oscillations may reflect

to some degree of cerebrovascular dynamic autoregulation,

and NIRS has recently been suggested as a new means to

assess dynamic cerebral autoregulation [18–20].

We hypothesized that CW-NIRS derived physiological

oscillation patterns may be asymmetric between hemi-

spheres in stroke patients rather than symmetric as

observed in healthy controls, and therefore quantification

of this asymmetry using the interhemispheric correlation

coefficient (IHCC) might detect subtle abnormal hemi-

spheric microvascular hemodynamics without the need for

assumptions about absolute hemoglobin values and tissue

layers.

Methods

Subjects

The Massachusetts General Hospital (MGH) Institutional

Review Board approved the study protocol. Written

informed consent was obtained from all patients or their

surrogate and all control subjects. Twelve patients with

ischemic strokes were recruited from the neurocritical care

unit at MGH and measured prospectively, as were nine

healthy control subjects (n = 6 female). Healthy controls

were recruited with posted and emailed advertisements of

the study and did not have a history of stroke or transient

ischemic attack. Nine stroke subjects (n = 4 female) met

the pre-specified data quality criteria (described below) and

were compared to control subjects.

Instrument and Measurement

We have developed a portable CW-NIRS system which

can be placed on any region of the adult human head and

provides very high temporal resolution (up to 200 Hz) [4,

16]. For this pilot study, we used two synchronized CW-

NIRS units (NIRS2, TechEn Inc., Milford, MA), one for

each cerebral hemisphere. Each unit consisted of four light

sources at two different wavelengths (690 and 830 nm) and

four avalanche photodiode detectors. The NIRS probes

were placed symmetrically on the scalp of the stroke

patients at the approximate location overlying the injured

area and on the mirror-image location using Velcro� strips

or a Neoprene� cap for stabilization (Fig. 1a, b). In healthy

controls the probes were placed symmetrically on the scalp

of the subjects over the middle cerebral artery territories

using Velcro� strips or a Neoprene� cap for stabilization

(Fig. 1a, b). The specific probe geometry is shown in

Fig. 1c. With this configuration each source was detected

at a long distance (4 cm). After optimal probe positioning,

1–10 measurements of 2–15 min each were recorded. The

actual recording time depended on the ability of the subject

to stay still during the measurement, with the shortest

recording times (2 min) in patients with excessive head

movements.

In healthy volunteers, we recorded synchronously with

the NIRS signal: arterial saturation and heart rate with a

pulse oxymeter (Nonin 8600, Nonin Medical Systems, Inc.,

Minneapolis, MN), respiration movements with a respira-

tory belt (Sleepmate, Newlife Technologies, Midlothian,

VA), and blood pressure variations non-invasively from a

finger measurement (pressure pad/respiration transducer

(TSD110) with transducer amplifier (DA100C), Biopac

Systems, Inc., Goleta, CA). In stroke subjects, the auxil-

iary physiological signals were recorded directly from

the analog output of their clinical monitoring module
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(TRAM-Rac 4A, GE Medical Systems, South Burlington,

VT). These signals included some or all of the following:

heart rate and rhythm, arterial saturation, respiratory rate,

and arterial blood pressure from an invasive arterial line.

For some patients, not all auxiliary physiological signals

were available because measurements were done after

discharge from the neurocritical care unit on a regular floor

where patients were not monitored physiologically.

Data Analysis

Pre-specified objective criteria for data quality were

applied to all raw data in order to remove the channels with

excessive motion artifacts (signal to noise ratio above 30,

with the noise level defined as the standard deviation of the

signal over the recording time). Only data meeting these

quality criteria were included in the analysis. Therefore,

three stroke patients were excluded (Table 1). We analyzed

data obtained from the long source-detector distances

(4 cm), because these are more sensitive to changes in the

deeper tissue layers (i.e., superficial layers of the cortex of

the brain), while data from shorter source-detector dis-

tances reflect mostly more superficial extracranial tissues

(i.e., scalp). Raw data were converted to changes in optical

density (DOD) and then band-pass filtered in two different

frequency bands to extract the cardiac (0.7–3 Hz) and

respiratory (0.15–0.7 Hz) oscillations (Chebitchev low-

pass filter and Butterworth high-pass filter). In all subjects,

we confirmed that the cardiac and respiratory oscillations

were within these frequency bands.

We computed the interhemispheric correlation coeffi-

cient (IHCC) within each individual (defined as the zero-

lag cross-correlation of the DOD signal at 830 nm between

symmetrical channels on both hemispheres), averaged over

all measurements and channels. An IHCC of 1 indicates

that both hemispheres are perfectly symmetric (in phase),

while an IHCC of -1 indicates the perfect anti-symmetry

(180� phase delay). An IHCC of 0 indicates a 90� phase

delay between hemispheres or a complete asymmetry. An

example is shown in Fig. 2. The IHCC is insensitive to the

relative amplitude of the oscillations; it is therefore a

measure of the symmetry of the temporal features of the

signal, and not their amplitude.

Additional covariates obtained include age, gender,

vascular territory of the stroke, lesion volume as measured

by one of the investigators (S.M.) according to the ellipsoid

volume estimation method [21] on a CT, or diffusion

weighted MRI study on the day of or closest to the day of

NIRS-measurement, and degree of ipsi- and contralateral

internal carotid artery (ICA) stenosis as read by an inde-

pendent neuroradiologist on CT-angiogram or MR-

angiogram using the North American Symptomatic Carotid

Endarterectomy Trial method [22].

Statistical Analysis

Using Fisher’s Z-transform for non-Gaussian distributions,

the IHCC during cardiac and respiratory oscillations were

compared between stroke and control subjects using a two-

sample t-test (mean ± SD) with alpha set at 0.05. All

values are expressed as non-transformed mean ± SD.

Results

Baseline characteristics of all subjects are shown in

Table 1. Nine patients and nine healthy control subjects

were included in the analysis. There was no age differ-

ence between stroke patients and control subjects (67 ±

12 years vs. 63 ± 8 years; P = NS [Wilcoxon test]). The

stroke lesion volume was 115 ± 68 ml. Representative

thumbnail images of the stroke territories are shown in

Fig. 1 NIRS probes are attached to a patient’s head at the bedside

using Velcro� strips (a) or a neoprene skull cap (b). c The source-

detector geometry overlying each hemisphere consists of two source

positions (S1, 2) two cm apart, and four detector positions (D1–4) at

one and four cm distance from each source
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Table 2. Eight patients had embolic arterial strokes and one

patient had a venous infarction. One arterial stroke had a

small area of hemorrhagic transformation after intravenous

recombinant tissue plasminogen activator. The ICA ipsi-

lateral to the stroke was either occluded or severely

stenosed in 4/9 (44%) of the patients.

Table 1 Baseline characteristics of all stroke patients and healthy control subjects

Subject Age Gender Side Vessel Stroke Character of

stroke

Volume

(ml)

Ipsilateral ICA stenosis Contra-

lateral

ICA stenosis

IV-

rtPA

given

Measured on

post-stroke day

1 62 M L SSS Venous Ischemic with

hemorrhage

142 None None No 3

2 59 F R MCA Arterial Ischemic 72 Occlusion Moderate Yes 6

3 74 F L MCA Arterial Ischemic 132 None None Yes 10

4 72 M R MCA Arterial Ischemic 185 None Moderate No 9

5 89 F R MCA Arterial Ischemic with

hemorrhage

39 None None Yes 3

6 72 M R MCA, ACA Arterial Ischemic 131 None Moderate No 9

7 55 F L MCA Arterial Ischemic 80 Occlusion None No 2

8 70 M R MCA Arterial Ischemic 14 Severe Moderate Yes 2

9 49 M R MCA Arterial Ischemic 243 Occlusion None No 9

Excluded patients:

10 74 M R MCA Arterial Ischemic 149 Severe None No 5

11 75 F L MCA Arterial Ischemic 85 None None No 3

12 45 M L MCA Arterial Ischemic 213 Occlusion None No 5

Healthy control subjects:

1 61 M

2 51 F

3 64 F

4 60 F

5 74 M

6 58 F

7 56 M

8 62 F

9 77 F

ACA anterior cerebral artery, F female, IA intraarterial, ICA internal cerebral artery, IV intravenous, L left, M male, MCA middle cerebral artery,

R right, rtPA recombinant tissue plasminogen activator, SSS superior sagittal sinus

Fig. 2 An example calculation

of the interhemispheric

correlation coefficients (IHCC)

is shown in a control and stroke

subject. The change in optical

density (DOD) at 830 nm for a

healthy control (top) and a

stroke subject (bottom) are

shown after data filtering in the

cardiac (0.7–3 Hz, left) and the

respiratory (0.15–0.7 Hz, right)
frequency bands. Note the

different time scales. For

simplicity, only two channels

are presented for each

hemisphere. The corresponding

IHCCs are shown in the boxes
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For cardiac oscillations, IHCCs were significantly dif-

ferent between stroke patients versus control subjects

(0.79 ± 0.18 vs. 0.94 ± 0.07, P = 0.025). Of note, within

this frequency band, there was tight interhemispheric cor-

relation in both groups, as reflected by the IHCCs closer to

1. For respiratory oscillations, the IHCCs were also sig-

nificantly different between stroke patients versus control

subjects (0.24 ± 0.28 vs. 0.59 ± 0.3; P = 0.016 [Fig. 3]).

Discussion

In this pilot study, we observed that IHCCs of CW-NIRS at

both cardiac and respiratory oscillation frequencies were

significantly different between stroke patients and healthy

controls. The strength of the study is the application of a

novel analysis technique using IHCC that allows each

subject to serve as their own control obviating the need for

controversial assumptions on absolute baseline hemoglobin

concentration and anatomic variations.

Three different NIRS techniques currently exist, each

based on a specific illumination type [23, 24]: (1) the CW

modality is based on constant illumination of the medium,

and simply measures the attenuation of light through the

head; (2) frequency-domain (FD) devices illuminate the

head with intensity-modulated light, and measure both

the attenuation and the phase shift of the emerging light;

(3) the time-domain (TD) technology is based on short

pulses of light, and the time-resolved detection of the shape

of the pulse after propagation through the head. In

ascending order, CW, FD, and TD-NIRS involve increased

cost and technological complexity, but also offer more

detailed information about the studied medium. In partic-

ular, FD and TD technologies enable the absolute

characterization of the optical properties of the head, from

which one can retrieve absolute values of cerebral blood

volume and oxygenation. This feature is not available with

CW systems, which only enable relative measurements of

hemoglobin variations. On the other hand, CW devices

provide very high temporal resolution (as fast as a few tens

of milliseconds), and offer the advantages of low-cost and

portability.

In this study, we propose a different approach by taking

advantage of the temporal features of the CW signal:

rather than measuring the absolute values of hemoglobin

concentrations or the amplitude of the concentration oscil-

lations, our analysis focuses on the temporal characteristics

of the oscillations. Measuring NIRS signals at the 4 cm

light detector distance limits, but does not entirely eliminate

signals from the superficial scalp layers. Despite the con-

tribution from the scalp to these signals, we detected a

temporal asymmetry during physiological oscillations in

stroke patients, hence demonstrating that these signals most

likely arise from cerebral structures.

Table 2 Image thumbnails (either non-contrast CT or diffusion weighted-MRI) are shown for each included stroke subject

Subject 1 Subject 2 Subject 3 Subject 4 Subject 5

Subject 6 Subject 7 Subject 8 Subject 9
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We did not investigate the cause of the reduced IHCCs

during these physiological oscillations, but a plausible

hypothesis is that this finding is due to a disruption in

dynamic cerebral autoregulation (DCA). This is in con-

cordance with other studies examining DCA. In the healthy

state, DCA is elicited during fast, short changes in systemic

blood pressure or other hemodynamic parameters. These

can be induced by a rapid-step decrease in arterial blood

pressure, and have traditionally been studied on a macro-

vascular level using transcranial Doppler [25]. Several

investigators have shown that spontaneous blood pressure

oscillations or changes in intrathoracic pressure can be

used to study DCA [26–29]. CW-NIRS can assess DCA on

a microvascular level and supplements TCD [18]. Other

investigators have confirmed that CW-NIRS can non-

invasively detect spontaneous oscillations in cerebral blood

volume [16, 17, 30] and CW-NIRS is recently emerging as

a new modality to assess dynamic autoregulation [20, 30].

The interesting observation in our study was that the dif-

ference in the IHCC was larger during the lower frequency

oscillations. One explanation could be that cardiac oscil-

lations may be too fast to detect the autoregulatory

response. Alternatively, it may be that the respiration-

induced fluctuations in end-tidal carbon dioxide (CO2)

concentrations produced different degrees of vasodilation

on the normal versus injured hemispheres and thereby

desynchronized the two hemispheres to a larger degree.

The differences in the IHCCs during physiological

oscillations seen in our study could potentially be

explained by differences in the degree of carotid disease

given that 44% of our patients had high-degree ipsilateral

carotid disease. A previous study has shown that pertur-

bations in NIRS patterns may predict misery perfusion in

patients with symptomatic carotid disease compared to

preserved cerebral perfusion in patients with asymptomatic

disease [8]. In a different study of patients with critically

stenosed or occluded carotid arteries using TCD and CW-

NIRS combined, the authors concluded that carotid disease

may lead to perturbations of DCA [18]. Yet, neuroimaging

was not performed in these patients, and therefore it is not

known whether prior strokes were present and might be

contributing to the DCA perturbation.

One of the main limitations of this pilot study is the

small sample size which may increase the risk of both type

1 and type 2 error, and does not allow for statistical

adjustment of covariates such as the presence or degree of

carotid stenosis. Furthermore, although there was no dif-

ference in the mean age, the stroke and control patients

were not age or disease-matched, and therefore we cannot

exclude that age or co-morbid conditions were effect

modifiers. Another limitation of the present study is the

lack of knowledge about the origin of the blood flow

detected by NIRS. While we believe that we are measuring

signals derived from the underlying brain with little con-

tribution from the skull based on the characteristic

physiological oscillations observed in the NIRS signal,

therefore suggesting either residual or collateral flow, we

are unable to differentiate between the two with the data

currently collected. Therefore, we cannot correlate the

origin of the blood flow to the observed asymmetry in the

IHC. Further investigation will be required in order to

answer this question, notably by correlating perfusion maps

from CT perfusion or MR perfusion to the CW-NIRS

oscillations. Finally, 25% of the stroke subjects in this pilot

study had to be removed from the analysis because the data

did not meet the quality criteria, which in all three cases

was due to excessive motion artifacts. Further technical

improvement in the probe design and stabilization when

attached to the scalp is required to enable good contact of

the probe with the scalp during several minutes of

Fig. 3 Boxplots (mean ± SD) with individual datapoints of the

interhemispheric correlation coefficients (IHCC) of the stroke patients

(n = 9) and control group (n = 9) are shown during cardiac (left) and

respiratory oscillations (right). The asterisks indicate P < 0.05.

Mean ± SD IHCC during cardiac oscillations was 0.79 ± 0.18 for

the stroke patients and 0.94 ± 0.07 for the control group (P = 0.025).

Mean ± SD IHCC during respiratory oscillations was 0.24 ± 0.28

for the stroke patients and 0.59 ± 0.3 for the control group

(P = 0.016)
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recording in intensive care unit patients who are agitated,

while still maintaining acceptable levels of patient comfort.

In conclusion, our results suggest that CW-NIRS dur-

ing physiological cardiac and respiratory oscillations may

detect asymmetry in microvascular hemodynamics between

hemispheres in stroke patients. Calculating the IHCC may

be a useful quantification technique of CW-NIRS signals,

obviating the need for assumptions on absolute hemoglobin

values or extracranial tissues. Further prospective study

involving larger numbers of patients and comparing

patients with and without carotid disease as well as com-

paring the effects of deep and cortical strokes is warranted.

This technique could be extended to simultaneous mea-

surements over different territories of the head, in particular

for patients where the extent of the injury is unknown.

The results could be applied during non-invasive optical

monitoring not just of stroke patients but other patients at

risk for primary or secondary brain injury. Conventional

bedside monitoring techniques for these patients are mostly

invasive and only measure surrogate markers such as

intracranial pressure or point source oxygenation. They

might be supplemented by CW-NIRS with IHCC calcula-

tion as a biomarker of regional microperfusion, once this

technique has been further validated and proven to provide

robust data with negligible artifact. In addition, if this

technique could reliably identify patients with ischemic

brain injury in the pre-hospital setting, it could potentially

be useful in the selected triage of patients for thrombolytic

or neuroprotective strategies.
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